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Abstract 

A microwave-based procedure for arsenic species extraction in alga samples (Sargassum fulvellum, Chlorella vulgaris, Hizikia fusiformis and 
Laminaria digitata) is described. Extraction time and temperature were tested in order to evaluate the extraction efficiency of the process. Arsenic 
compounds were extracted in 8 ml of deionised water at 90 °C for 5 min. The process was repeated three times. Soluble arsenic compounds extracted 
accounted for about 78-98% of total arsenic. The results were compared with those obtained in a previous work, where the extraction process 
was carried out by ultrasonic focussed probe for 30 s. Speciation studies were carried out by high performance liquid chromatography-hydride 
generation-inductively coupled plasma-atomic emission spectrometry (HPLC-HG-ICP-AES). The chromatographic method allowed us to separate 
As(III), As(V), monomethylarsonic acid and dimethylarsinic acid in less than 13 min. The chromatographic analysis of the samples allowed us to 
identify and quantify As(V) in Hizikia sample and Sargasso material, while the four arsenic species studied were found in Chlorella sample. In the 
case of Laminaria sample, none of these species was identified by HPLC-HG-ICP-AES. However, in the chromatographic analysis of this alga by 
HPLC-ICP-AES, an unknown arsenic species was detected. 
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1. Introduction 

Arsenic is a toxic element widely encountered in the envi
ronment and organisms [1]. Its speciation has received signifi
cant attention over the last years due to its species-dependent 
toxicity [2]. The inorganic arsenic species [arsenite, As(III), 
and arsenate, As(V)] have been classified as carcinogenic, and 
the methylated forms (monomethylarsonic acid, MMA, and 
dimethylarsinic acid, DMA) have recently been identified as 
cancer promoters. However, others highly methyl substituted, 
such as arsenobetaine (AsB) and arsenocholine (AsC), are con
sidered to be non-toxic [2]. 

Different inorganic and organic arsenic species have been 
reported in marine organisms, which can accumulate high 
arsenic concentrations. Depending on the kind of organism, 
different kinds and concentrations of arsenic compounds are 
observed. For instance, in marine algae arsenosugar compounds 
(derivatives of dimethylarsonylribosides and trimethylarsoniori-
bosides), which are considered to be non-toxic, are most abun
dant [2]. However, some algae are known to contain high per
centages of the potentially toxic inorganic arsenic. Therefore, 
since arsenic species have different toxicity, information about 
the speciation and distribution of the species within algae will 
not only help to understand how algae transform and metabolise 
arsenic, but is also necessary for assessing the risk associated 
with the entry of arsenic into the wildlife and human food chains 
[3]. 

Algae are very popular in the Chinese and Japanese cuisine 
[4]. Nowadays, their use is widespread in Occidental countries 



due to their high mineral content and their recognized therapeu
tic properties. The high arsenic levels (several milligrams per 
kilogram) present in some kinds of algae make necessary the 
determination of total arsenic concentration, as well as the eval
uation of the arsenic species present in commercial brands of 
algae. 

Detailed information concerning analytical methods for 
arsenic speciation can be found in several reviews [5-7]. The 
analytical speciation of arsenic has been achieved with the use 
of hyphenated techniques, i.e. a chromatographic system cou
pled to an arsenic-selective detector [2,8-12]. The most critical 
step in the speciation analysis is undoubtedly sample prepara
tion, where it is necessary to extract quantitatively the arsenic 
species from the complex biological matrix while maintaining 
the species integrity. In literature, many studies about arsenic 
extraction in algae can be found, which have used mixtures 
of water/methanol to extract arsenic species [5,6,10,13-19]. 
Arsenic recoveries are often low and variable, even performing 
several extraction steps. Conventional sonication is commonly 
used in order to improve the characteristics of solid-liquid 
extraction methods [2,5,10,14-20]. However, few studies have 
used accelerated solvent extraction [5,21] or microwave-assisted 
extraction [10,22], which have shown to give better recoveries 
than sonication in ultrasonic bath. In a previous work, the conve
nience of the ultrasonic focussed probe to carry out the extraction 
of arsenic species in alga samples was shown, which allowed us 
to reduce the extraction time, with slightly better arsenic recov
eries [23]. 

The aims of this paper consisted on: (1) the optimisation of a 
microwave-assisted extraction procedure for arsenic speciation 
in alga samples; (2) the development of an arsenic speciation 
analysis method based on the coupling of high performance liq
uid chromatography with hydride generation-inductively cou
pled plasma-atomic emission spectrometry (HPLC-HG-ICP-
AES); (3) the identification and quantification of toxic arsenic 
species present in alga samples by HPLC-HG-ICP-AES. 

2. Experimental 

2.1. Instrumentation 

A MARS 5 Microwave oven (CEM, Matthews, NC, USA) 
was used for digestion and extraction of the samples. The tem
perature was monitored in a control vessel by an armoured 
fibre-optic temperature control probe. The reaction vessels used 
were made of Teflon for digestion and Pyrex for extraction pro
cedures, respectively. 

An Eppendorf centrifuge 5804 R (Hamburg, Germany) was 
used for the centrifugation of the alga extracts. 

0.45 (xm Millipore nylon Alters were used to Alter all the 
HPLC solutions, as well as 0.20 (xm Millex syringe Alters to 
Alter the alga extracts before their injection in the HPLC system. 

The inductively coupled plasma atomic emission spectrom
etry instrument used was a Liberty Series II Axial Sequential 
ICP-AES system (Varian Australia, Mulgrave, Australia). The 
hydride generation system used was a VGA-77 unit (Varian). 
Before coupling the chromatographic system, the ICP-AES 

working conditions were optimised using a standard solution 
containing 1.0 mg l - 1 ofmanganese. The arsenic signal was then 
optimised using a 1.0 mg 1_1 arsenate standard solution for sub
sequent HPLC-ICP-AES experiments and a 0.1 m g l - 1 arsenite 
standard solution when the hydride generation system was cou
pled. 

The chromatographic system consisted of a Jasco PU-980 
HPLC pump (Jasco, Tokyo, Japan) with a Rheodyne 7725 six-
port sample injection valve Atted with a 100 (xl sample loop 
(Rheodyne, CA, USA). Separations were carried out in a Hamil
ton PRP-X100 (250 mm x 4.1 mm, 10 (xm) (Phenomenex, 
Torrance, CA, USA) anion exchange column. A guard column 
Hamilton PRP-X100 (25 mm x 2.3 mm, 12-20 (xm) (Phe
nomenex) was used in order to preserve the analytical column. 

The chromatographic system was then coupled to the ICP-
AES instrument by a polytetraAuoroethylene capillary tube 
(20 cm, 0.5 mm i.d.), which connected the column outlet to the 
Meinhard nebuliser inlet. When the hydride generation unit was 
used, the chromatographic system was coupled to the hydride 
generation unit by the same capillary tube, running from the 
column outlet to the hydride generation unit inlet. 

Chromatographic signals were registered using a Star 800 
Module Interface Box and processed using the Star software 
(Varian). Signal quantiAcation was carried out in the peak area 
mode. 

2.2. Reagents and standard solutions 

Stock solutions of 1000mgl -1 arsenic were prepared by 
dissolving the respective amount of the pure compound in 
deionised water (Milli-Q system, Millipore, USA). As(III) and 
As(V) standards solutions were prepared from NaAsCh and 
Na2HAsÜ4, respectively (Panreac, Barcelona, Spain), MMA 
from CH3As03Na2 (Supelco, Bellefonte, PA, USA) and DMA 
from (CH3)2AsNa02-3H20 (Fluka, Neu Ulm, Germany). The 
stock solutions were kept at 4 °C in the dark. Working solutions 
were prepared daily and then diluted with deionised water to the 
Anal concentration. 

The eluent used for the separations was phosphate buffer (pH 
5.5) at a concentration of 17 mM. It was prepared by mixing 
independent solutions of Na2HPÜ4 and NaH2PÜ4 (Sigma, St. 
Louis, MO, USA) until the desired pH was reached. 

All HPLC solutions were Altered and degassed before use. 
Nitric acid 69.5% (Scharlau, Barcelona, Spain) was used to 

digest the samples. 
Sodium borohydride solution 0.5% (w/v) was prepared by 

dissolving NaBH4 powder (Aldrich, Milwaukee, WI, USA) of 
98% purity in deionised water and stabilising it with 0.5% (w/v) 
sodium hydroxide (Fluka, Neu Ulm, Germany). The resulting 
solution was Altered and kept at 4 °C in the dark. Hydrochlo
ric acid solution (4.0 M) was prepared by dilution of HC1 37% 
(Scharlau). 

2.3. Alga samples 

The reference material NIES No. 9, certiAed for total 
arsenic (115 ± 9 (xg g_1), was a lyophilised Sargasso material, 



purchased from National Institute for Environmental Studies 
(Tsukuba, Ibaraki, Japan). The alga samples analysed were the 
lyophilised Bioma-6 material (Chlorella vulgaris), provided by 
Umweltanalytik-Internationales Hochschulinstitut Zittau (Ger
many) and Hijiki (Hizikia fusiformis) and Laminaria (Laminaria 
digitata), acquired in Spanish markets. Commercial products 
were kept in their packages until their use. Hijiki and Laminaria 
algae were provided as dry material and capsules, respectively. 
Hijiki alga was triturated in a mill to a particle size of 125 (xm and 
Laminaria capsules were opened and placed in a polyethylene 
bottle before the analytical treatment. 

The total arsenic content in alga samples was determined fol
lowing the microwave digestion method described in a previous 
work [23]. The results obtained were 106 ± 6; 88 ± 6; 41 ± 4 and 
39 ± 3 (xg g~1 of arsenic for NIES No. 9, Hizikia, Laminaria and 
Chlorella samples, respectively. 

Table 1. The analytical peaks obtained were evaluated in 
terms of peak area by external calibration (between 0.1 and 
1.0 mgl - 1 ) and the standard additions method (between 0.025 
and 5.0 mg P 1 ) at 193.696 nm line. 

2.5. Stability of arsenic species during the extraction 
procedure 

Hizikia sample was spiked with a mixture of the four arsenic 
species [As(III), As(V), MMA and DMA]. A portion of 200 mg 
of the alga was weighed and 1 ml of stock solution containing 
10 mg 1_1 (as arsenic) of each one of the four species was added. 
The mixture was remained for over night. The spiked sample 
was taken through the microwave extraction procedure for three 
times. The arsenic species were then measured by HPLC-HG-
ICP-AES. 

2.4. Arsenic species determination 

2.4.1. Microwave extraction procedure 
Approximately, 200 mg of alga sample were accurately 

weighed into a Pyrex vessel and 8 ml of deionised water were 
added. The vessel was introduced in the microwave-assisted 
extraction system and a temperature of 90 °C was applied for 
5 min. Then, the extract was centrifuged for 10 min at 14,000 x g 
and diluted up to 10 ml with deionised water. This extraction pro
cess was repeated three times. The supernatants were mixed and 
total arsenic concentration extracted was determined by ICP-
AES. 

Before the chromatographic analysis, final extracts were cen
trifuged for 10 min at 14,000 x g and filtrated with 0.20 (xm 
Millex syringe filters. 

2.4.2. Chromatographic separation and detection 
The arsenic species studied (As(III), As(V), MMA and 

DMA) were separated and detected by HPLC-ICP-AES and 
HPLC-HG-ICP-AES, using the operation conditions given in 

Table 1 
ICP-AES, hydride generation and chromatographic operating conditions 

ICP-AES 
Forward power (W) 
Photomultiplier tube voltage 
Nebulisation argon pressure 

(V) 
(kPa) 

Auxiliary argon flow rate (1 min -1) 
Coolant argon flow rate (1 min -1) 
Nebuliser type 

Hydride generation system 
Acid solution 
Reductant solution 

Carrier argon pressure (kPa) 

Chromatographic system 
Guard column 
Analytical column 
Mobile phase 
How rate (ml min -1) 
Injection volume (\xX) 

1200 
650 
180 
1.50 
15.0 
Meinhard concentric glass 

4MHC1 
0.5% (w/v) NaBH4 (stabilised with 
0.5% (w/v) NaOH) 
350 

Hamilton PRP-X100 
Hamilton PRP-X100 
Phosphate buffer 17 mM at pH 5.5 
1.0 
100 

3. Results and discussion 

3.1. Optimisation of arsenic species extraction 

In a previous work, the convenience of using deionised water 
as extractant medium was shown, due to the absence of signifi
cant improvements in arsenic extraction efficiency with solvent 
composition. Similar results were obtained by using focussed 
sonication for 30 s or magnetic stirring for 30 min, and longer 
sonication times did not lead to better results. Extraction efficien
cies obtained were not higher than 65% for all kinds of algae 
analysed [23]. From the results previously obtained, deionised 
water was selected as extractant medium for further microwave-
assisted extraction experiments. 

The effect of temperature (50, 70 and 90 °C) and time (5, 
10 and 20 min) for microwave-assisted extraction were stud
ied on Sargasso material. The results are shown in Table 2 as 
extraction recoveries calculated taking into account the total 
arsenic concentration of the certified reference material. In the 
microwave-assisted extraction method, samples need to be suf
ficiently heated to produce convection currents that shake the 
tissue and aid in the release of the arsenic species [3]. It is 
therefore expected that higher temperatures will result in better 

Table 2 
Total arsenic found in CRM NIES No. 9 (Sargasso) by microwave-assisted 
extraction, expressed as percentage (¿standard deviation, n = 3), depending on 
temperature and time extraction (8 ml of deionised water and three consecutive 
extraction steps) 

Temperature (°C) Time (min) Total as extracted (%) 

50 

70 

5 
10 
20 

5 
10 
20 

5 
10 
20 

87 ± 6 
89 ± 5 
84 ± 4 

94 ± 3 
95 ± 6 
85 ± 3 

98 ± 5 
95 ± 5 
93 ± 4 



Table 3 
Total arsenic extracted, expressed as percentage (¿standard deviation, n = 3), 
found in the algae analysed depending on the extraction method used (three 
consecutive extraction steps with 8 ml of deionised water) 

Alga sample Ultrasonic focussed 
probe (20 kHz, 30 s) 

Microwave oven 
(90 °C, 5min) 

NIES No. 9 (Sargasso)a 

Hizikia fusiformis 
Laminaria digitata0 

Chlorella vulgaris0 

65 ± 3 
69 ± 4 
67 ± 4 
64 ± 3 

98 ± 5 
88 ± 5 
78 ± 4 
85 ± 5 

a Certified value: 115 ± 9 |jLg g"1. 
b Two consecutive extraction steps. 

arsenic extraction as long as the extraction temperature does not 
reach the boiling point of the extractant. This finding is in agree
ment with the results obtained. Extraction temperature showed 
a slight improvement of arsenic extraction efficiency at 90 °C, 
while the effect of extraction time was not significant. There
fore, an extraction time of 5 min was used for further extraction 
experiments. 

In order to evaluate the influence of alga nature, we proceeded 
to apply the microwave-assisted extraction method developed 
to the others algae studied. Table 3 shows the extraction effi
ciencies, calculated by comparing the arsenic extracted con
centration and the total arsenic concentration obtained after the 
mineralisation of the samples, for the four kinds of algae stud
ied by using 8 ml of deionised water and microwave heating for 
5 min at 90 °C, carrying out three consecutive extraction steps. 
Total arsenic concentrations found for the third extraction step 
in Chlorella and Laminaria algae were lower than the detection 
limit. Therefore, further extraction experiments were carried out 
by two consecutive extraction steps for these algae, which also 
presented a lower total arsenic content. Table 3 also includes the 
results obtained by 30 s of ultrasonic focussed probe, in order to 
compare both extraction methods for all kinds of algae studied. 
Total arsenic concentration extracted using focussed sonication 
was close to 65% of the total arsenic present. However, it reached 
78-98% with microwave irradiation. These recoveries are the 
best obtained in all the previous tests performed on these algae 
[23]. In conclusion, for the four kinds of algae studied, a sub
stantial increase in the arsenic extraction efficiency was obtained 
with the microwave-assisted extraction method, comparing it 
with the ultrasonic focussed probe. The results showed that the 
extraction for Sargasso material was quantitative (98 =b 5%). 

The final extracts obtained were processed, previously to their 
chromatographic analysis, through 0.20 |jim Millex syringe fil
ters. Preliminary studies with standard solutions of the arsenic 
species studied showed the absence of arsenic losses. In order 
to clean the extracts, the syringe filters seemed to be inadequate 
because the filtration of 1 ml sample extract blocked the filters. 
However, these problems were avoided by a previous centrifu-
gation of the extracts at 14,000 x g for 10 min. 

3.2. Arsenic species determination 

All extracts were analysed by anion exchange HPLC-HG-
IPC-AES. The method was designed for the determination of 
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Fig. 1. Effect of HCl concentration on the signal obtained by HPLC-HG-ICP-
AES for a standard solution of 100 iJigl-1 of arsenic per species [• As(III); • 
As(V); AMMA;#DMA]. 

the four arsenic species studied, which are As(III), As(V), MM A 
and DMA, and which will be called "identified species" here
after. The likely presence of unidentified arsenic species was 
investigated by the HPLC-ICP-AES method. 

It is well known that the hydride generation efficiency 
depends on the type of hydride generation system and is influ
enced by the concentrations of HCl and NaBH4. In the present 
work, a hydride generation system purchased from Varian was 
used, whose specifications are indicated in Section 2. Therefore, 
the required experiments were carried out in order to optimise 
the concentrations of HCl and NaBH4. 

Hydrochloric acid concentrations in the range of 1-6 M were 
tested. The signals obtained for the four arsenic species studied 
are illustrated in Fig. 1. The experiments were carried out with a 
solution of 0.5% (w/v) NaBH4. The results showed notable dif
ferences in the hydride generation efficiency for the four arsenic 
species studied. The signals of the inorganic arsenic species 
increase with the acidity, while the methylated arsenic species 
present a different behaviour. From the results obtained, a con
centration of 4.0 M HCl was chosen for further experiments, as 
situation of compromise between the signals obtained for the 
four arsenic species studied. 

Different sodium borohydride concentrations in the range of 
0.3-1.0% (w/v) were tested to determine the optimum concen
tration for the four arsenic species studied. Fig. 2 shows the 
results obtained. For the four arsenic species studied, the signals 
increase with NaBH4 concentration. However, at concentration 
levels close to 0.7% (w/v), the plasma became unstable, and for 
this reason, a NaBH4 concentration of 0.5% (w/v) was selected 
for further experiments. 

The carrier gas pressure was optimised by a continuous HG-
ICP-AES determination of the signal/noise ratio for 100 figl - 1 

of As(III) standard solution. Maximum signal/noise ratio was 
achieved at 350 kPa argon pressure, which was therefore used 
for all further HG-ICP-AES measurements. 

Fig. 3 shows the HPLC-HG-ICP-AES chromatogram 
obtained for a standard solution containing 100|jLgl_1 of 
arsenic per species (As(III), DMA, MMA and As(V)). Sep-
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Fig. 3. HPLC-HG-ICP-AES chromatogram obtained for a standard solution 
containing 100 iJigl-1 of arsenic per species. 

aration of arsenic species is resolved to baseline in less than 
13min. 

The analytical characteristics and the chromatographic 
parameters of the method were evaluated for the four arsenic 
compounds and are shown in Table 4. The precision of the 
method, evaluated as relative standard deviation, was calcu
lated from five replicate measurements of a solution containing 
100 |jLg 1_1 of arsenic per species. The detection limit is defined 
as three times the standard deviation obtained from ten replicate 
blank determinations. In this method, the signal from the blank 
was negligible. Therefore, detection limits were calculated as 
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Fig. 4. HPLC-HG-ICP-AES chromatograms obtained for the water extract of 
Sargassum (a), Hizikia (b) and Chlorella (c) algae. 

three times the standard deviation obtained from 10 replicates 
of the lowest standard used in the calibration curve, which was 
of 25 |jLg 1_1 arsenic per species and are also shown in Table 4. 

The chromatographic method was applied to the algae stud
ied. The chromatograms obtained for Sargassum, Hizikia and 
Chlorella algae are shown in Fig. 4. Four peaks can be dis
tinguished in Chlorella chromatogram (Fig. 4c) and one peak 
in Sargassum and Hizikia chromatograms. The arsenic species 
were identified due to the increase in their areas when arsenic 
species standard solutions were added. The four arsenic species 
studied were found in Chlorella extract (Fig. 4c), while only 
the species As(V) was identified in Sargassum and Hizikia sam
ples (Fig. 4a and b). In the case oí Laminaria digitata alga, no 
presence of the arsenic species studied was detected. However, 
the HPLC-ICP-AES chromatogram for this sample showed the 
presence of an unknown arsenic species, which eluted in the 
dead volume and probably could be considered as an arseno-
sugar [23]. 

Species quantification by HPLC-HG-ICP-AES was carried 
out by external calibration and the standard additions method. 
The absence of matrix effects was checked due to the absence 
of significant differences, at the 95% confidence level, between 
the calibration slopes obtained by both methods (Table 4). The 
results of species quantification are shown in Table 5. The con
centration of the unknown arsenic species present in Laminaria 
sample, was estimated by HPLC-ICP-AES as arsenic analyte, 
by calibration against the nearest neighbouring peak of a known 
species, which was As(III). The arsenic concentration estimated 
was 7.0 =b 1.1 |jLgg_1. 

Table 4 
Analytical characteristics and chromatographic parameters of HPLC-HG-ICP-AES method for the four arsenic species studied 

Species External calibration slopes (cps mg 1) Standard additions calibration slopes (cps mg 1) DLa (ng As) 6RSDb 

As(III) 
DMA 
MMA 
As(V) 

0.22 ± 0.02 
0.63 ± 0.03 
1.77 ± 0.03 
3.65 ± 0.02 

(103.3 ± 1.2) x l 0 4 ( r = 0.9998)( 

(14.0 ± 0.3) x l 0 4 ( r = 0.9994) 
(53.4 ± 1.5) x l 0 4 ( r = 0.9988) 
(34.7 ± 1.6) x l 0 4 ( r = 0.9968) 

(93.3 ± 0.7) x l 0 4 ( r = 0.9994) 
(13.5 ± 0.9) x l 0 4 ( r = 0.9989) 
(45.8 ± 3 .1 )x l0 4 ( r = 0.9952) 
(33.5 ± 5.8) x l 0 4 ( r = 0.9977) 

0.5 
2.0 
1.0 
2.0 

3.3 
4.5 
3.7 
4.8 

a Calculated for a standard solution containing 25 |ULg 1—1 of arsenic per species and using a 100 |JL1 sample injection volume. 
b Calculated for a standard solution containing 100 ixgl -1 of arsenic per species. 
c r is the correlation coefficient of regression. 



Table 5 
Quantitative results for arsenic species in alga 

Sample As(III) 

NIES No. 9 (Sargasso)* 
Hizikia 
Chlorella 6.1 ±0.4 

samples expressed as [xg g 

As(V) 

72 ± 3 
62 ± 2 

11.8 ± 0.5 

loi arsenic (mean ± standard deviation, n -

MMA DMA 

2.2 ±0.3 15 ± 2 

= 3), by HPLC-HG-ICP-AES. 

Total as extracted 

113 ± 5 
77 ± 3 
33 ± 5 

%Recoverya 

64 ± 3 
80 ± 3 

106 ± 9 

a Calculated by comparing the sum of arsenic species concentrations and the total arsenic concentration in the extract. 
b Total arsenic certified material. 

Speciation recoveries were calculated by comparing the sum 
of arsenic species concentrations with the total arsenic con
centration found in the extracts. The speciation recovery for 
Sargasso material was lower than the found for Hizikia and 
Chlorella algae. For Chlorella sample, all arsenic was extracted 
and also identified as species. The analysis by HPCL-ICP-AES 
for Sargasso and Hizikia did not show the presence of another 
arsenic species, so only As(V) was detected for both samples. 
Therefore, sample matrix seems to be an important point to con
sider, since it may cause the retention of the arsenic extracted on 
the HPLC column [21]. Another explanation for these variations 
may be the presence of arsenic species at concentration levels 
lower than the detection limits of the method. 

3.3. Stability of arsenic species during the extraction 
procedure 

In any elemental speciation study, it is important to investigate 
whether the individual species are altered during any step of 
the method. For this purpose, reference materials certified for 
arsenic species of interest would be ideal. However, thereference 
materials frequently used in arsenic speciation works have no 
certified values for the arsenic compounds. Therefore, spiking of 
alga material was used to evaluate the stability of arsenic species 
during the extraction procedure. 

A mixture of arsenic species [As(III), As(V), MMA and 
DMA] was added to dried Hizikia material and extracted with 
8 ml of deionised water by microwave heating (90 °C) for 5 min, 
carrying out three extraction steps. The recoveries obtained for 
the three spiked samples studied are shown in Table 6. The 
results obtained confirmed the absence of significant losses or 
transformations of arsenic species evaluated during the sample 
treatment. 

Table 6 
Recoveries obtained for three spiked replicates of Hizikia sample to evaluate the 
stability of arsenic species during the extraction procedure 

Species 

As(III) 
DMA 
MMA 
As(V) 

Concentration 
present (\x,%) 

-
-
-

16.8 

Concentration 
added 

10 
10 
10 
10 

Og) 
Concentration 
found ([xg) 

9.51 ± 0.28 
9.15 ± 0.76 

11.48 ± 0.87 
26.11 ± 0.72 

Recovery3 (%) 

95 ± 3 
92 ± 8 

115 ± 9 
93 ± 7 

a Calculated by comparing the concentration found and the concentration 
added. In the case of As(V), the concentration present in the sample must be 
subtracted to the concentration found. 

4. Conclusions 

The proposed microwave-assisted extraction method of 
arsenic species from algae samples, using approximately 200 mg 
of alga and 8 ml of deionised water and applying a temperature 
of 90 °C for a time of 5 min, allowed us to achieve an arsenic 
extracted recovery between 78 and 98%, when three extraction 
steps were carried out, depending on the kind of alga analysed. 
These extraction efficiencies obtained were considerably better 
than those obtained for 30 s of focused sonication (about 65%). 

Spiked studies showed that all the arsenic species evalu
ated remained stable during the extraction procedure, because 
between 93 and 115% of the spiked arsenic species were recov
ered. 

The optimised hydride generation conditions for the deter
mination of the four arsenic species studied consisted of 4.0 M 
HC1, 0.5% (w/v) NaBITt and 350 kPa argon pressure as carrier 
gas. Hydride generation in conjunction with ICP-AES enhances 
considerably the analytical capabilities of ICP-AES for deter
mining toxic arsenic species at trace levels in alga samples with 
high accuracy. 

Chromatographic analysis using HG-ICP-AES as detection 
method allowed us to identify and quantify As(V) in Hizikia 
sample (62 ± 2 (xg g_1) and Sargasso material (72 ± 3 (xg g_1), 
while all arsenic species studied were found in Chlorella sam
ple, at a concentration level of 6.1 ±0 .4( igg _ 1 for As(III); 
15±2 (xgg" 1 for DMA; 2.2 ±0.3 ( igg - 1 for MMA and 
11.8 ± 0.5 (xg g~l for As(V). For Laminaria alga, none of these 
species was identified by HPLC-HG-ICP-AES. However, in 
the chromatographic analysis by HPLC-ICP-AES, an unknown 
arsenic species was detected, which eluted in the dead volume. 

From the results obtained for Hizikia alga, which present 
large quantities of As(V) and was acquired in food markets, it 
can be concluded that reliable analytical methods for monitoring 
the presence of toxic arsenic species in food are required to 
safeguard human health. 
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